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Recall Name

Cook Medical Recalls CloverSnare™ 4-Loop Vascular Retrieval Snare Devices

Due to Potential for Loop to Separate

RDe;:taeII Product Description Recalling Firm Recall Reason
07/10/14 | CloverSnare™ 4-Loop Vascular Cook Medical Potential for the loop to
Retrieval Snare Bloomington, IN | separate from the shaft,
resulting in loss of device
Model Number: VRS-6.0-9.0 function, the potential for
embolization of snare
fragments, and the need
for intervention to retrieve
the separated share.
I(?:?acil Product Identification Distribution Affected Dates

Lot Numbers:

3583416; 3583418, 3583422, 3583424,
3583426; 3583428, 3583430; 3583432;
3583434; 3583436; 3583440; 3583442;
3583452; 3583456; 3583458; 3583462
3583464; 3583466; 3583468; 3583470;
3583472; 3583474, 3583476, 3583478;
3583480; 3583482; 3583484, 3583486;
3583488; 3583490; 3583492; 3583494;
3583496; 3583498, 3583500; 3583502;
3583504; 4293921, 4293923; 4293925;
4293927; 4319573; 4319575; 4319577
4319579; 4319581, 4319583; 4319585;
4319587; 4319589, 4319591, 4572365;
3583418X; 3583430X; 3583442X;

3583442XX; 3583464 XXX; 3583480XX;

3583486X

CA, nationwide,
international

Manufactured between

August 2012 and
August 2013

Distributed between

March 8, 2013 and
July 1, 2014

FOR ADDITIONAL INFORMATION, PLEASE VISIT:

http://www.fda.gov/MedicalDevices/Safety/ListofRecalls/ucm411812.htm



http://www.fda.gov/MedicalDevices/Safety/ListofRecalls/ucm411812.htm

